[The potentials of laser refractometry in selecting the eyeglass correction in astigmatism].
Based on the results of clinical trials of a new commercial laser analyzer LAR-2, the author developed a method for laser specification of astigmatic refraction with the use of this device. The method helps adequately solve the principal refraction problem, specify the optimal eyeglass correction for patients with astigmatism. A conclusion is made on diagnostic fitness of LAR-2 laser analyzer.